Evaluation of automated enzyme immunoassays for several markers for hepatitis A and B using the Abbott IMx analyser.
The analytical performances of the Abbott IMx for the detection of several markers of hepatitis A and B (HBs Ag, anti-HBc, IgM anti-HBc, IgM anti-HAV) were evaluated. The intra-assay and the inter-assay coefficients of variation were below 5 and 10% respectively. We obtained results comparable with our routine methods, except for sera containing rheumatoid factor which gave false positive reactions with the IMx HBs Ag.